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Abstract. The Global Ozone Monitoring by Occultation
of Stars (GOMOS) instrument uses stellar occultation tech-
nique for monitoring ozone, other trace gases and aerosols in
the stratosphere and mesosphere. The self-calibrating mea-
surement principle of GOMOS together with a relatively
simple data retrieval where only minimal use of a priori
data is required provides excellent possibilities for long-term
monitoring of atmospheric composition.
GOMOS uses about 180 of the brightest stars as its light
source. Depending on the individual spectral characteris-
tics of the stars, the signal-to-noise ratio of GOMOS varies
from star to star, resulting also in varying accuracy of re-
trieved proﬁles. We present here an overview of the GOMOS
data characterisation and error estimation, including model-
ing errors, for O3, NO2, NO3 and aerosol proﬁles. The re-
trieval error (precision) of night-time measurements in the
stratosphere is typically 0.5–4% for ozone, about 10–20%
for NO2, 20–40% for NO3 and 2–50% for aerosols. Meso-
spheric O3, up to 100km, can be measured with 2–10%
precision. The main sources of the modeling error are in-
completely corrected scintillation, inaccurate aerosol mod-
eling, uncertainties in cross sections of trace gases and in
atmospheric temperature. The sampling resolution of GO-
MOS varies depending on the measurement geometry. In
the data inversion a Tikhonov-type regularization with pre-
deﬁned target resolution requirement is applied leading to 2–
3km vertical resolution for ozone and 4km resolution for
other trace gases and aerosols.
Correspondence to: J. Tamminen
(johanna.tamminen@fmi.ﬁ)
1 Introduction
Vertical proﬁles of stratospheric constituents have been mea-
sured using satellite instruments since 1979 when SAGE I
(Stratospheric Aerosol and Gas Experiment I), the ﬁrst in-
strument of the successful SAGE family, started its measure-
ments. The solar occultation technique used by the SAGE in-
struments has turned out to be a reliable way of studying the
atmospheric composition. Several instruments, in addition to
the SAGE series, have utilised the same technique at various
wavelength regions including ATMOS, SAM II, HALOE,
POAM series, ACE-mission and SCIAMACHY. The success
story of the solar occultation technique still continues and the
recently launched solar occultation instrument SOFIE (Solar
occultation for Ice Experiment) on board AIM satellite is tar-
geted for studying the mesospheric composition.
In addition to the Sun, stars can also be used as light
sources when studying the composition of the atmosphere.
This was theoretically demonstrated by Hays and Roble
(1968) and later also shown to work in practice. In 1996 US
launched the MSX satellite with the UVISI instrument,
which performed several stellar occultation measurements
and demonstrated the potential of the technique to study
globally the atmospheric composition and temperature (Yee
et al., 2002; Vervack et al., 2003). For a more comprehensive
summary of the occultation instruments see Bertaux et al.
(2010).
The ﬁrst instrument speciﬁcally developed for studying
the composition of the atmosphere by using the stellar oc-
cultation technique is European Space Agency’s GOMOS
(Global Ozone Monitoring by Occultation of Stars) instru-
ment on-board the Envisat satellite, launched in 1 March
2002 (Bertaux et al., 2004; Kyr¨ ol¨ a et al., 2004; Bertaux et al.,
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Fig. 1. The stellar occultation measurement principle of GOMOS.
The horizontal transmission of the atmosphere is obtained by di-
viding the attenuated stellar spectrum with the reference spectrum
measured above the atmosphere.
2010). GOMOS is an ultraviolet-visible spectrometer that
covers wavelengths from 250nm to 675nm with 1.2nm res-
olution. It has also two infrared channels at 756–773nm
and 926–952nm with 0.2nm resolution. Two photometers
that are located at blue (473–527nm) and red (646–698nm)
measure the stellar ﬂux through the atmosphere at a sam-
pling frequency of 1kHz. By August 2009 GOMOS had ob-
served about 668000 stellar occultations. An overview of the
GOMOS instrument and highlights of the measurements are
given in Bertaux et al. (2010)
The stellar occultation technique shares the main advan-
tages of the solar occultation technique that include the self-
calibrated measurement principle (see Fig. 1), relatively sim-
ple inverse problem, and high vertical resolution. In addition,
the stellar occultation technique beneﬁts from the multitude
of the stars to obtain a good global and temporal coverage.
Compared to the Sun, stars are point-like sources, and thus
provide an excellent pointing information. The disadvantage
compared to the solar occultation is the low signal-to-noise
ratio.
GOMOS is following about 180 different stars while they
are descending behind the Earth limb. Since the stars dif-
fer both in brightness (magnitude) and in the spectrum of the
light (originating from stellar properties and surface temper-
ature) also data characteristics measured by GOMOS vary
strongly. The signal-to-noise ratio varies signiﬁcantly from
star to star. In this respect, one might even consider GOMOS
being a remote sensing mission that consists of 180 different
instruments each having its own data characteristics.
The importance of the data characterisation and the error
estimationisnowadayswidelyrecognized(seee.g., Rodgers,
2000). Thefurtherutilisationoftheremotesensingdata, e.g.,
in the assimilation or in constructing time series, depends
crucially on a proper error characterisation. The purpose of
this paper is to characterise the quality of the GOMOS night-
time measurements. Both systematic errors and random er-
rors are considered. The results shown here are based on
estimating the impact of various assumptions that are made
in the GOMOS data processing. The GOMOS Level 1b and
Level 2 data processing are described in detail in Kyr¨ ol¨ a et al.
(2010). A review of the geophysical validation of GOMOS
data products is included in Bertaux et al. (2010).
In this paper, we characterise O3, NO2, NO3 and aerosol
proﬁles that are retrieved from GOMOS UV-VIS spectrom-
eter data at the altitude range 10–100km during the night-
time. Only dark limb (night) occultations, i.e., occultations
with solar zenith angle larger than 107deg, are considered.
The bright limb occultations (i.e., made during day time) are
not considered here since the data quality in these measure-
ments is much poorer due to the strong contribution from
scattered solar light. The error characterisation, which we
describe here, corresponds to ofﬁcial GOMOS processor IPF
Version 6 data that will be available in spring 2011. Most
of the results are also valid for IPF Version 5 data which
is presently available. In addition, we have tried to indi-
cate, when necessary, the difference in IPF Version 5 and
6 data. General features of GOMOS measurements are given
in Sect. 2. The propagation of the random measurement error
through the retrieval steps is discussed in Sect. 3. The con-
tribution of various modelling errors are discussed in Sect. 4.
The vertical resolution is discussed in Sect. 5. In Sect. 6 we
give examples of the GOMOS error estimates and discuss the
valid altitude range of the proﬁles. Finally, we summarize
the most important sources of random and systematic errors
in Sect. 7.
2 GOMOS spectral measurements and their
characteristics
2.1 Signal-to-noise ratio
GOMOSmeasuresstellarlightthroughtheatmosphereasthe
stars set behind the Earth limb. However, stars are not sim-
ilar and this has an impact on GOMOS results as well. The
most signiﬁcant characteristic is that the accuracy of the re-
trieved parameters depends strongly on stellar properties.The
measured stellar signals and further the transmission spectra,
which are used as the data in the GOMOS retrievals, vary
strongly with the stellar brightness and temperature. This is
illustrated in Fig. 2, where examples of the GOMOS trans-
mission spectra at different altitudes (10–70km) are shown
for different stars (bright and cool, bright and hot, dim and
cool and dim and hot). We observe clearly that the trans-
mission spectra of dim stars are much noisier compared to
bright stars. In addition, the stellar temperature has an im-
pact: hot stars have the maximum intensity of the radiation
at UV wavelengths whereas cool stars have the maximum at
the VIS wavelengths and the UV part is very noisy.
In Fig. 3 the GOMOS signal-to-noise ratio (SNR, deﬁned
as transmission divided by estimated noise) at 3 different
wavelength regions (UV and 2 visible) are shown in three
cases: Sirius (the brightest star, star number 1 in the GOMOS
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Fig. 2. Examples of GOMOS transmissions (corrected for refractive effects) measured using different stars. Top row on left: bright and cool
star (Mv=−0.05, T =4300K) , on right: bright and hot star (Mv=−1.44, T =11000K). Bottom row, on left: dim and cool star (Mv=2.7,
T =3800K), on right: dim and hot star (Mv=2.88, T =26000K). Five lines correspond to altitudes 10km (black), 20km (red), 30km
(green), 50km (cyan) and 70km (magenta).
star catalogue with magnitude Mv=−1.44 and temperature
T =11000K), a bright and a cool star (star number 4, Mv=
−0.01, T =5800K) and a dim and a cool star (star number
117, Mv=2.7, T =3800K). In the retrieval it is important to
have a sufﬁcient SNR in spectral regions where constituents
absorb or scatter light. These regions depend on constituent.
For retrieving ozone at high altitudes, above 40km, the Hart-
ley band (248–310nm) is crucial and at this altitude region
the hot stars provide signiﬁcantly better results than the cool
stars. The average SNR of GOMOS at UV around 50km us-
ing Sirius is 130–160 whereas using cool stars (T <6000K,
stars 4 and 117 in Fig. 3) the SNR is close to zero. At lower
altitudes, where the retrieval is most sensitive to Chappuis
band at visible wavelengths, both hot and cool stars provide
similar SNR. For NO3 the situation is quite the opposite. The
strongest NO3 signal comes from visible wavelengths around
660nm, hence the cool stars are slightly more favourable for
NO3 retrieval. Aerosols and NO2 are retrieved mainly be-
low 50km using a wide spectral window and therefore the
retrievals do not have signiﬁcant dependence on the stellar
temperature.
Statistics of the stellar characteristics in the night-time oc-
cultations during years 2002–2008 are given in Table 1. The
occultations are divided into nine categories depending the
stellar brightness and temperature. Roughly two thirds of the
occultations are performed using either hot or medium tem-
perature stars and about half using either bright or medium
brightness stars.
2.2 Spatio-temporal distribution of GOMOS
measurements
2.2.1 Mission planning
GOMOS uses about 180 of the brightest stars with stellar
magnitude brighter than 3 (Mv<3) as the light source. Since
there are often several stars available simultaneously in the
GOMOS ﬁeld-of-view, some prioritisation needs to be made.
The purpose of the GOMOS mission planning is to select for
each orbit the optimal set of 25–40 stars that will be used
for occultation measurements. About half of the occultations
are made in the night-time. The optimisation is done using
several criteria, like the geographical coverage, stellar bright-
ness and temperature, see Kyr¨ ol¨ a and Tamminen (1999) for
more details about selecting the stars.
The selected set of stars is repeated for several orbits un-
til the stars are out of the ﬁeld-of-view. Occultations of the
same star at successive orbits are made at the same latitude
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Fig. 3. The average signal-to-noise ratio for three stars as a func-
tion of altitude in 2003. Star 1, bright (Mv=−1.44) and hot star
(T =11000K, solid line with circles) Star 4, bright and cool star
(Mv=−0.01, T =5800K, solid line) and star 117, dim and cool star
(Mv=2.7, T =3800K, dashed line). Blue lines correspond to av-
eraged SNR at UV: 250–350nm, red line averaged SNR at VIS:
420–550nm and green line averaged SNR at VIS: 550–675nm.
Table 1. Occultation statistics during time period 2002–2008 di-
vided by different stellar classes depending on brightness and ap-
proximated surface temperature.
Bright Medium Dim Tot
Mv<0.8 Mv:0.8–2 Mv>2
Cool, T ≤6000K 3% 7% 22% 32%
T:6000–10000K 5% 4% 11% 19%
Hot, T ≥10000K 11% 20% 18% 49%
Tot 18% 31% 51% 100%
band but with varying longitude (about 14/day). In Fig. 4 the
latitude coverage of the night-time occultations during 2003
are shown. The individual stars can typically be followed for
several months in a row.
2.2.2 Geographical distribution of GOMOS
measurements
TheGOMOSmeasurementscoverthewholeglobefrompole
to pole. This can be seen in Fig. 5 where the geographical
distribution of the GOMOS night-time measurements from
summer 2002 to autumn 2009 are shown. We see that quite
a good global coverage can be obtained using 10deg latitude
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Fig. 4. Latitude coverage of GOMOS night measurements in 2003.
The colours indicate the stellar brightness in magnitude. Dark blue
indicates bright stars and red dim stars.
9 12
−80
−60
−40
−20
0
20
40
60
80
2002
L
a
t
i
t
u
d
e
 
 
100
200
300
400
500
600
700
800
3 6 9 12
2003
 
 
3 6 9 12
2004
 
 
3 6 9 12
2005
Month
 
 
3 6 9 12
2006
 
 
3 6 9 12
2007
 
 
3 6 9 12
2008
 
 
3 6 9
2009
N
u
m
b
e
r
 
o
f
 
o
c
c
u
l
t
a
t
i
o
n
s
 
 
Fig. 5. Latitudinal distribution of GOMOS data availability during
summer 2002–autumn 2009. Only night-time data is considered
here, i.e., solar zenith angle larger than 107 deg. Colour coding
refers to number of available night-time occultations.
bands. In particular, the unique measurements of GOMOS
during polar night have been used extensively e.g., in studies
of long term effects of solar proton events during polar night
(Sepp¨ al¨ a et al., 2007; Verronen et al., 2005) and in studying
the effect of intense warming and air descent (Hauchecorne
et al., 2007).
Depending on the season, there is some variation in the
distribution of the measurements as the stars are not dis-
tributed evenly in the sky (see Fig. 5). In addition, the night-
time measurements do not cover the summer poles. The cal-
ibration measurements that are performed at each orbit close
to the equator cause some reduction in the number of occul-
tations there.
The yearly variations in the measurement distribution are
caused by technical problems in the instrument. In May 2003
there was a technical anomaly and the number of measure-
ments was low during May and June in 2003. After another
technical anomaly in January 2005 the viewing angle was
slightly reduced and the number of (night-time) proﬁles went
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Fig. 6. Distribution of the mean occultation stopping altitude of
30 brightest stars in 2003–2006.
down from about 200 to 150 proﬁles per day. In 2009 the
number of occultations has been clearly less than in the pre-
vious years and this is again due to a technical anomaly that
caused the occultations to stop already at high altitudes. In
December 2009 the situation improved and since then the
performance has been almost normal (not shown in ﬁgure).
In principle, GOMOS measures each year the same stars at
the same latitude regions which is very useful when making
a time series analysis based on the data. Some changes have,
however, taken place during the mission due to the reduced
viewing angle. Moreover, it is important to keep in mind that
there are differences in the overall global coverage and some
latitude bands are covered more densely than the others.
2.2.3 Altitude range
The GOMOS instrument is equipped with a star tracker op-
erating at 625–950nm, which follows the star by keeping the
image of the star in the centre of the slit. The technique has
worked reliably (except the last technical anomaly in 2009)
and the stars can typically be tracked from the top of the at-
mosphere(120–150km)downto5–20kmtangentaltitude. It
seems that when no clouds are present, stars can be followed
as low as 5km altitude (especially bright stars). The pres-
ence of clouds in the ﬁeld-of-view leads to loosing the signal.
Other factors affecting the lowest altitude are stellar bright-
ness (the brighter the star, the lower the tangent altitude) and
refraction (the star image can fall outside the ﬁeld-of-view
due to refraction). Figure 6 shows the lowest measurement
altitude for 30 of the brightest stars (Mv<1.6). This distri-
bution is in good general agreement with the maps of the
cloud top height (e.g., http://isccp.giss.nasa.gov/index.html),
thus indicating that the main reason for terminating the oc-
cultations of bright stars is the presence of clouds. In trop-
ics, the lowest altitude is 15–18km because of frequent pres-
ence of high clouds (cirrus and convective clouds). Above
the South Pole the measurements are also often terminated
at 15–18km, most probably because of frequent occurrence
of polar stratospheric clouds (note that polar regions are not
covered by GOMOS in summer). The lowest altitude in oc-
cultations of bright stars can potentially provide valuable in-
formation about cloud top height.
3 Error propagation through GOMOS retrieval
The random error plays an important role in the GOMOS
total error budget, unlike several other remote sensing in-
struments which are dominated by systematic errors. The
random errors in GOMOS data are mainly due to the propa-
gation of measurement noise and imperfect scintillation cor-
rection. First we discuss how the measurement noise is prop-
agated through the GOMOS retrieval steps. The GOMOS re-
trieval procedure is described in detail in Kyr¨ ol¨ a et al. (2010)
and we will use here the same notation as much as possible.
The GOMOS data retrieval is based on describing the
measurement and the quantities to be retrieved as random
variables. By error propagation we mean how the measure-
ment noise and possible modelling errors impact the uncer-
tainty of the retrieved quantities. A natural framework for
studying the uncertainties is obtained by describing the solu-
tion as Bayesian a posteriori distribution. In the operational
GOMOS retrieval processor maximum likelihood estimation
is used. The posterior uncertainties are approximated with
Gaussian distribution whose mean and covariance are com-
puted. The covariance matrix describes the uncertainty of the
retrieved quantities.
3.1 Error propagation through the spectral inversion
The GOMOS retrieval problem is solved in two steps which
are called spectral inversion and vertical inversion. In spec-
tral inversion horizontally integrated column densities of
gases and aerosol parameters (denoted with vector N) are
simultaneously ﬁtted to the observed transmission data due
to extinction T obs
ext . Measurements at successive tangent al-
titudes are treated separately. No prior information of the
constituents is used in the retrieval. Assuming that the noise
in the transmission is Gaussian, the problem of ﬁnding the
maximum likelihood point is equal with ﬁnding the solution
that minimizes the sum of squared residuals term:
S(N)=(Text(N)−T obs
ext (N))C−1(Text(N)−T obs
ext (N))T (1)
(see Eq. (42) in Kyr¨ ol¨ a et al. (2010)). (Note, that this
equals formally maximum a posteriori estimate with non-
informative prior). Here Text refers to the modelled trans-
mission due to extinction
Text =e−τ =e
−
P
j σjNj−τaerosols (2)
where σ denotes the absorption cross sections of gases. The
spectral dependence of the aerosols is modelled using second
order polynomial
τaerosols =c0+c1(λ−λref)+c2(λ−λref)2 (3)
www.atmos-chem-phys.net/10/9505/2010/ Atmos. Chem. Phys., 10, 9505–9519, 20109510 J. Tamminen et al.: GOMOS data characterisation
where λ denotes the wavalength and the reference wave-
length λref = 500nm. The three aerosol parameters
(c0,c1,c2) are estimated together with the horizontally
integated densities of O3, NO2 and NO3 so that we
have all together six parameters to be estimated: N =
[NO3,NNO2,NNO3,c0,c1,c2]. For more details of the re-
trieval see Kyr¨ ol¨ a et al. (2010).
The covariance matrix C in Eq.(1) includes both measure-
ment and modelling errors. In the present GOMOS process-
ing (IPF Version 5) the modelling error is ignored, but in the
updated version (IPF Version 6) this is also taken into ac-
count (see Sect. 4.1).
The inverse problem is non-linear and it is solved iter-
atively by applying Levenberg-Marquardt algorithm (Press
et al., 1992). The algorithm assumes that the posterior dis-
tribution is roughly Gaussian close to the point that mini-
mizes the sum of squared residuals, so that the uncertainty
of the horizontal column densities can be characterised with
the estimate and the covariance matrix CN. The Levenberg-
Marquardt algorithm returnes also this covariance matrix
whose diagonal elements characterise the variance of the er-
ror estimates of the horizontal column densities.
The validity of the assumption of Gaussian posterior dis-
tribution can be studied by applying Monte Carlo sampling
methods to estimate the real posterior distribution without
this assumption. The Markov chain Monte Carlo (MCMC)
technique has been successfully applied to the GOMOS
spectral inversion (Tamminen and Kyr¨ ol¨ a, 2001; Tamminen,
2004). It has been shown that Gaussian posterior distribution
is a good approximation in the GOMOS spectral inversion
(Tamminen, 2004).
3.1.1 Correlated errors after the spectral inversion
As mentioned above, in the spectral inversion O3, NO2, NO3
and aerosol parameters are retrieved simulatenously. Since
their cross sections overlap spectrally, some correlation in
the retrieval errors are observed. The amount of correlation
changes depending on the altitude due to the changing effec-
tive spectral region. The off-diagonal values of the posterior
covariance matrix CN describe the correlations in the errors.
In Fig. 7 we give an example of the correlation coefﬁcients
(RN(i,j) = CN(i,j)/
√
(CN(i,i)CN(j,j))) between the er-
rors in O3 and the other retrieved parameters (NO2, NO3, and
three aerosol parameters) after the spectral inversion. In the
ﬁgure, the correlation coefﬁcients are plotted for all retrieval
altitudes. We note that, in this case, the error estimates of
the horizontally integrated column O3 are mainly correlated
with the aerosol errors and this has largest effect below about
25km. Some positive correlation with O3 and NO2 column
errors can also be seen, but that is generally below 0.4. The
maximum correlation (∼0.5) seems to be around 20–40km
depending on the stellar type and the atmospheric composi-
tion. The correlation between O3 and NO3 is negligible. The
correlation structure varies somewhat depending on the stel-
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Fig. 7. Examples of correlation coefﬁcients between the error esti-
mates of horizontally integrated O3 and NO2 (solid blue line), NO3
(green circles) and three aerosol parameters (dashed lines). Star 29
in tropics.
lar characteristics (the example given in Fig. 7 corresponds
to a hot star).
In principle, the correlation in errors should be taken into
accountwhenanalysing, e.g., thecorrelationsofgases. How-
ever, this is typically not done, and in GOMOS case this
information is not available for proﬁles but only for hori-
zontally integrated column densities after the spectral inver-
sion. A simpliﬁed simulation study was performed in order
to get an idea how much the correlated errors impact if we
want to estimate the correlation of the gases (e.g., O3 and
NO2). The study showed that the estimated correlation of
the gases was only very slightly biased when the correla-
tion in their errors was not taken into account. However,
the accuracy of the estimated correlation of the gases was
more inﬂuenced. Based on this exercise we can conclude
that when using GOMOS data to study correlation between
O3 and NO2 or aerosols the signiﬁcance of the correlation
may be either overestimated or underestimated. If the cor-
relation we found is negative/positive and the errors are also
correlated negatively/positively then the signiﬁcance of the
correlation is underestimated and if the errors are correlated
differently, positively/negatively, then the signiﬁcance of the
correlation is overestimated.
3.1.2 Random error propagation through vertical
inversion
In the vertical inversion the horizontally integrated column
densities are transformed to local densities using information
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Fig. 8. Correlation of the retrieval error with neighbouring layers.
Five selected altitudes (23km, 28km, 35km, 44km and 51km) are
shown in different colours. Each of the lines correspond to correla-
tions with the selected retrieved altitude (for which the correlation
coefﬁcient equals 1) and the errors layers above and below it.
about the ray path of the measurement. Each constituent is
treated separately and the correlations between the errors of
the horizontal column densities are not taken into account,
see Kyr¨ ol¨ a et al. (2010) for description.
The vertical inversion is linear so the error propagation can
be directly estimated. Let us assume that CN denotes the es-
timated error covariance of horizontal column density proﬁle
of one constituent after the spectral inversion (CN is a di-
agonal matrix). Now the covariance matrix of the retrieved
proﬁle is simply
Cρ =LCNLT, (4)
where L is the retrieval matrix so that ρ = LN (corre-
sponding to Eq. (49) in Kyr¨ ol¨ a et al. (2010)). The diago-
nal elements of of the posterior covariance matrix Cρ de-
scribe the variance of the estimated local density values
whereas the off-diagonal elements of the covariance matrix
Cρ characterise the correlation between the retrieved den-
sities at successive layers. In GOMOS data products six
most signiﬁcant off-diagonal elements are reported. Af-
ter applying the Tikhonov regularization the errors of the
nearby layers are somewhat correlated, see Fig. 8 where the
correlation coefﬁcients for the ozone retrieval (Rρ(i,j) =
Cρ(i,j)/
√
(Cρ(i,i)Cρ(j,j))) are plotted for ﬁve selected al-
titudes. We see that above 35km, where the Tikhonov reg-
ularization is stronger, also the correlation in the errors is
larger, and involves about 3 layers above and below the re-
trieval height. Below 30km only errors from 2 layers be-
low and above the retrieval altitude are slightly correlated. In
oblique occultations the adjacent layers are correlated more
because the regularization is stronger than in the vertical oc-
cultations.
4 Modelling errors
In the GOMOS retrieval, the faint signal is compensated by
using a wide range of spectral pixels for the data processing.
Theadvantageisclear–wemaximizetheuseofthedata, but,
as a drawback, the consistency in the modelling of the wide
wavelength band becomes much more important. In the GO-
MOS spectral inversion residuals (i.e., measured transmis-
sion spectra minus modelled ones) we see some structures
which are mainly due to imperfect scintillation correction.
They are considered as the largest modelling error in the GO-
MOS retrieval in the stratosphere. The imperfect modelling
of the aerosol contribution is an important source of mod-
elling error especially at low altitudes. Other sources of mod-
elling error are uncertainties in the absorption cross sections
and temperature. Relatively negligible impact is seen due to
uncertainty of neutral density proﬁle, ray path computation
and potentially missing constituents.
4.1 Scintillation – dilution correction
When the stellar light traverses through the atmosphere, it is
affected also by the refractive effects, dilution and scintilla-
tion, which need to be taken into account in the retrieval. The
approach taken in the GOMOS data processing is to remove
these effects before performing the inversion (see Kyr¨ ol¨ a
et al., 2010 for a general description of the algorithms).
The dilution term is approximated using ECMWF air den-
sity. As the refraction can be accurately computed, the error
caused by this assumption is negligible in the retrieved pro-
ﬁles (Soﬁeva et al., 2006).
In the GOMOS retrievals, the perturbations in the stellar
ﬂux caused by scintillations are corrected by using additional
scintillation measurements by the fast photometer operating
in low-absorption wavelength region (Dalaudier et al., 2001;
Soﬁeva et al., 2009). The quality of the scintillation correc-
tion and its limitations are discussed in Soﬁeva et al. (2009)
where it was shown that the applied scintillation correction
removes signiﬁcant part of the perturbations in the recorded
stellar ﬂux, but it is not able to remove scintillations gen-
erated by the isotropic turbulence. The remaining perturba-
tions, due to the incomplete scintillation correction, are not
negligible: in oblique occultations of bright stars, they can
be comparable or even exceed the instrumental noise by a
factor of 2–3 at the altitude 20–45km (Soﬁeva et al., 2009)
(Fig. 9). This causes about 0.5–1.5% additional error in the
ozone retrievals at the altitude range of 20–45km (Soﬁeva
et al., 2009).
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Fig. 9. Sensitivity of O3, NO2, NO3and aerosol extinction (at 500nm) on selection of aerosol model. Seven aerosol models are compared (denoted with different line types and
colours. Top row: median proﬁles and bottom row relative difference compared to second order polynomial model which is used in the operational GOMOS processing. From left:
O3, NO2, NO3 and aerosol extinction at 500nm. See text for the different aerosol models included.
The modelling error from the imperfect scintillation cor-
rection can be taken into account in the spectral inversion
by introducing a wavelength correlated modelling error. The
parametrisation of the scintillation correction errors is pre-
sented in Soﬁeva et al. (2010). In the proposed parametriza-
tion, which is based on statistical analyses of GOMOS resid-
uals and the theory of isotropic scintillations, the scintillation
correction error is assumed to be a Gaussian random vari-
able with zero mean and a non-diagonal covariance matrix
(Soﬁevaetal.,2010). Whenthescintillationcorrectionerrors
are taken into account, the normalized χ2 values which re-
ﬂect the agreement between the measurement and modelling
become close to the optimal value 1. This improvement en-
sures that the estimated accuracy of the retrieved proﬁles is
closer to the reality after including the modelling error com-
ponent to the retrieval. In the present operational GOMOS
Level 2 algorithm (IPF Version 5) this is not included, but it
will be implemented in the new IPF Version 6 in spring 2011.
The incomplete scintillation correction is the main source
of GOMOS modelling errors in the stratosphere (at altitudes
20–45km). However, this modelling error is not systematic
but random in nature. By averaging measurements on suc-
cessive layers or requiring smoothness of the retrieved pro-
ﬁle (as is done in GOMOS vertical inversion) the effect of
this modelling error reduces.
4.2 Uncertainty in aerosol modelling
In the GOMOS spectral inversion absolute cross sections
are used and the aerosols are also inverted simultaneously
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Fig. 10. Vertical resolution (Backus-Gilbert spread) of the ozone
proﬁles in different occultation geometries as a function of altitude.
On left: without regularizing, on right: with target resolution reg-
ularization. Red line denotes vertical occultation, blue line typical
occultation and green line oblique occultation.
with the trace gases. The aerosol cross sections depend on
the aerosol size distribution and composition, which are un-
known. A practical approach is to use a simpliﬁed wave-
length dependent model for the aerosol cross sections. In
the present algorithm, aerosol cross sections are assumed to
depend on the wavelength (λ) according to a second order
polynomial, see Eq. (3). Three parameters are ﬁtted. In the
present operational processor, the second order polynomial is
used, but ﬁrst or third order polynomials could also be con-
sidered.
A sensitivity study was made in order to quantify the mod-
elling error caused by using this simpliﬁed aerosol model.
This was done by comparing retrieval results using 7 differ-
ent aerosol models, namely constant (A-1), ﬁrst (A-2), sec-
ond (A-3) and third order (A-4) polynomial in λ and ﬁrst
(A-5), second (A-6) and third order polynomial (A-7) in 1
λ.
Aerosol model A-3 corresponds to the parametrization that
is described in Eq. (3) and used in the operational GOMOS
dataprocessingIPF(bothVersions5and6). Asatestcasewe
used more than 1000 occultations and compared the median
values in this set, see Fig. 9. These results are obtained using
the presently available GOMOS Version 5 processing. We
note that the (physically most unrealistic) model A-1 gives
quite different results than the others. By comparing the ef-
fect of the other models we can conclude the following. The
aerosol model selection has its largest effect at low altitudes
below 20km. For O3, the sensitivity is of the order of 20%
below 20km and 1–5% between 20–25km. Above 25km
the uncertainty in the aerosol modelling does not effect much
O3 retrieval. It is interesting to note that the aerosol model
that is used in the GOMOS retrieval results in slightly larger
O3 concentrations than the other models. For NO2, the sen-
sitivity is typically around 10% between 15–20km. Above
20km the effect is small, less than 5%. For NO3, the uncer-
tainty can be as large as 100% around 15–20km, but above
25km, which is the lowest reasonable altitude for NO3, it
does not affect the results signiﬁcantly. The effect in aerosol
extinction is below 10% up to 35km and larger above.
In a recent publication, a technique for selecting the best
aerosol model in the GOMOS spectral inversion is developed
using Markov chain Monte Carlo technique (Laine and Tam-
minen, 2008). It is shown that the model selection can be
implemented simultaneously with the parameter estimation
to the spectral inversion. More work is, however, needed to
show the quantitative advantage of this method in practice.
4.3 Uncertainty of cross sections and atmospheric
temperature
The retrieval of the atmospheric constituents from the GO-
MOS measurements is based on assuming a good knowledge
of the cross sections of the retrieved gases O3, NO2 and NO3.
See Kyr¨ ol¨ a et al. (2010) for more details of the cross sections
that are used in GOMOS retrievals. The errors in the cross
sections are, unfortunately, not well known. Some studies,
assuming independent Gaussian distributed uncertainty have
been performed, but the validity of these estimates is, how-
ever, limited, since the uncertainty is not realistically mod-
elled. By comparing several sets of laboratory measured O3
cross sections, it is obvious that these measurements include
uncertainties both in the absolute values and in their temper-
ature dependence, and the uncertainties are not independent
(see e.g., Burrows et al., 1999). When the nature of the un-
certainty is not known, it is also difﬁcult to take into account
in the inverse problem. By making a sensitivity study and us-
ing different sets of ozone cross sections in GOMOS spectral
inversion we observe a difference of the order of 1–1.5% in
the ozone retrieval.
The absorption cross sections of O3, NO2 and NO3 depend
on the temperature and, therefore, some error is also caused
by the uncertainty in the atmospheric temperature. A part
of the systematic bias in the cross sections could be mod-
elled as the uncertainty in the temperature. Unlike in sev-
eral other instruments, in the operational GOMOS retrieval
the atmospheric temperature is not ﬁtted but assumed to be
known. ECMWF temperature is used below 1 hPa (≈50km)
and MSIS90 temperature above. If a moderate Gaussian un-
certainty (with zero mean and 2K standard deviation) in the
temperature information is taken into account, the error in
O3 retrieval increases slightly (< 0.5%) at 30–60km alti-
tude range (Tamminen, 2004). At these altitudes the retrieval
is based on the Huggins band where the cross sections are
known to be strongly temperature dependent. The effect is
less signiﬁcant with NO2 and NO3 retrievals, which are more
dominated by the random measurement noise.
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Further work is still needed to understand the nature of the
uncertanties in the cross sections and to estimate properly the
effect in the GOMOS products. This work will be continued
as a part of the IGACO-O3/UV activity, initiated by IO3C
(International Ozone Commision) and WMO-GAW, on the
evaluation of the absoption cross sections of ozone (ACSO,
see http://igaco-o3.fmi.ﬁ/ACSO/). This activity, which in-
volves several ground based and satellite instruments using
the Huggins band, will be ﬁnalized by 2011.
4.4 Uncertainty of neutral density proﬁle
In earlier versions of the GOMOS data processing also the
neutral density was inverted simultaneously with O3, NO2,
NO3 andaerosols. DuetothesimilarnatureofRayleighscat-
tering cross sections and aerosol scattering cross sections,
the neutral density and aerosols are strongly correlated in re-
trievals. In order to improve the aerosol retrieval, it was de-
cided to ﬁx the the neutral density concentration to ECMWF
analysis values below 50km and to use MSIS90 model val-
ues above. Assuming thatthe uncertaintyof ECMWFneutral
density is around 2%, we observe negligible (<1%) effect in
O3, NO2 and NO3 retrievals. However, the effect in aerosol
retrieval is larger. Around 22–40km, the sensitivity is gen-
erally around 5–10% (with maximum 15% around 27km).
Below 22km, the effect is less signiﬁcant being smaller than
5%.
4.4.1 Missing constituents
The wavelength band 248–690nm that is used for retrieval
of O3, aerosols, NO2 and NO3 contains also absorption by
OClO, BrO and Na. However, in individual retrievals their
impact is so small that the error caused by not including them
in the modelling is negligible. For example, only by averag-
ing several hundreds of measurements the signatures of Na
can be seen (Fussen et al., 2004). The wavelengths that in-
clude O2 signature at 627–630nm are excluded from the in-
version.
4.5 Uncertainty in ray tracing and measurement
position
One of the advantages of the stellar occultation technique is
that the measurement target is a point source whose position
is well known. Therefore, the uncertainty in the ray path and
its tangent altitude is only due to the uncertainty in the satel-
lite position and the ray path calculation. The position of the
Envisat satellite is also well known thus the effect of this un-
certainty is rather small, of the order of 30m (Bertaux et al.,
2010). The ray path calculation is done using the ECMWF
neutral density analysis data and it causes at maximum 15m
error in the tangent altitude for ray paths at 10km altitude.
Above 10km the effect is smaller: less than <5m for rays
above 20km (Soﬁeva et al., 2006).
In conclusion, the uncertainty in the GOMOS measure-
ment ray path cause only negligible uncertainty to atmo-
spheric proﬁles. This is also conﬁrmed by several validation
studies where no altitude shift has been found (see e.g., Mei-
jer et al., 2004; Bertaux et al., 2010).
5 Vertical resolution
Due to the stellar occultation measurement principle and
measurement geometry, the vertical resolution of GOMOS
is very good. The sampling resolution of GOMOS is be-
tween 0.5–1.7km. When the occultation takes place in the
orbital plane, the sampling resolution is the lowest (1.7km)
and when the occultation is more on side, the sampling reso-
lution is better. Due to the refraction, the sampling resolution
is better below 40km and reaches its maximum at the lowest
altitudes.
The resolution of retrieved proﬁles is a combination of the
measurement itself and the retrieval technique. A commonly
used way of analysing the resolution of the retrieved pro-
ﬁle (and the correlations between the densities of successive
layers) is to plot the so called averaging kernels. Averaging
kernels are deﬁned as the dependence on the retrieved proﬁle
b ρ on the true proﬁle ρ (see e.g. Rodgers, 2000)
A=
∂b ρ
∂ρ
. (5)
A typically used measure for the resolution is so called
Backus-Gilbert spread (e.g., Rodgers, 2000), which is de-
ﬁned as the spread of the averaging kernels around the level
z0
s(z0)=12
R
A2(z)(z−z0)2dz
 R
A(z)dz
2 . (6)
In GOMOS vertical inversion, Tikhonov type of smooth-
ing is applied (Tamminen et al., 2004; Soﬁeva et al., 2004;
Kyr¨ ol¨ a et al., 2010). Since the sampling resolution changes
from occultation to occultation, it was decided that instead
of ﬁnding the optimal amount of smoothing to each occul-
tation separately, the amount of smoothing is deﬁned so that
the retrieved proﬁles have the same resolution. This choice
makes it easier for the end users to use GOMOS proﬁles
since there is no need to use different averaging kernels for
each occultation to interpret the measurements. In addition,
more smoothing is automatically applied by this technique to
oblique occultations, which is advantageous since they suf-
fer more from scintillations. The applied target resolutions of
different constituents are given in Table 2. The choice of the
target resolution for O3 was partly based on the case study of
the O3 proﬁle smoothness analysed by Soﬁeva et al. (2004).
TheimpactoftheGOMOSverticalinversionisdemonstrated
in Fig. 10 by showing the resolution of the O3 proﬁle for
three occultations with different measurement geometries.
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Table 2. Resolution of the GOMOS proﬁle products.
Gas ≤30km 30–40km ≥40km
O3 2km 2–3km 3km
NO2, NO3 4km 4km 4km
aerosols 4km 4km 4km
In the ﬁgure the Backus-Gilbert spread is shown ﬁrst with-
out and then with applying the Tikhonov-regularization and
the target resolution technique. We observe that, regardless
of the sampling resolution of the occultations, the retrieved
proﬁles have all the same resolution which is around 2km at
lower stratosphere and around 3km in the upper stratosphere
and mesosphere.
In Fig. 11, typical examples of averaging kernels for O3
and NO2 are shown. The averaging kernels are very sharp
and peak clearly at the retrieval altitude (given in the ﬁgure
inkm) showing the excellent vertical resolution of measure-
ments. In GOMOS vertical inversion the retrieval algorithm
does not depend on the noise level but only on the selected
target resolution. Therefore, the averaging kernels of NO3
and aerosols are equal with the averaging kernels of NO2.
The stronger smoothing applied for NO2 retrievals can be
seen as the wider averaging kernels compared to O3 averag-
ing kernels.
As typically done in retrievals of limb instruments, spheri-
cally symmetric atmosphere around the tangent point of each
occultation is locally assumed also in the GOMOS retrieval.
The GOMOS measurement geometry is such that the length
of the ray path inside the atmospheric below 100km with a
15km tangent altitude is about 2100km. The impact of the
spherical symmetry assumption depends on the atmospheric
conditions and is naturally largest around poles where strong
atmospheric gradients are found during polar vortex peri-
ods. When analysing ozone proﬁles from limb viewing in-
struments it is important to keep this representation issue in
mind.
6 GOMOS error estimates
6.1 GOMOS random error estimates of O3, NO2, NO3
and aerosols
The main contributor in GOMOS error budget is the random
measurement noise. In Fig. 12 examples of the random error
estimates of O3, NO2, NO3 and aerosols are shown for rep-
resentative star types. The error estimate, also known as the
precision, characterises the random error component in the
GOMOS retrieval (both spectral and vertical inversion) that
consist of the propagation of the measurement noise (as dis-
cussed in Sect. 3) and the random modelling error caused by
incorrect scintillation correction (discussed in Sect. 4.1 and
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Fig. 11. Examples of averaging kernels. Top panel: O3, bottom
panel: NO2. The averaging kernnels of NO3 and aerosols are equal
with the averaging kernels of NO2. The averaging kernels peak at
the altitude they corresond (given in the ﬁgure in km). Note that
only every 5th averaging kernel is plotted.
(Soﬁeva et al., 2010)). For each of the constituents we show
the error estimates of both oblique (dashed lines) and vertical
measurement geometry (solid lines). Note, that the examples
correspond to particular atmospheric conditions, so slight in-
consistencywiththeoreticalexpectationscanbeseeninsome
of the curves. In general, the error estimates are smallest in
the case of bright stars (column on left) and largest with dim
stars (column on right).
The random error of O3 varies depending on the altitude
range and the stellar type. With hot and medium tempera-
ture stars that are also of bright or medium brightness, the
ozone proﬁles can be measured up to 100km altitude with
the precision of less than 8%. At the O3 minimum, around
80km, the precision is the worst. The precision is the best
around 40–60km where it is typically 0.5–2%. Above 40km
it is not recommended to use the cool stars because they suf-
fer from low signal-to-noise ratio. Below 40km, O3 can be
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Fig. 12. GOMOS error estimates of O3 (top row), NO2 (second row), NO3 (third
row) and aerosols (bottom row) for representative cases: bright star (ﬁrst column), typ-
ical star (middle column) and dim star (last column). The dashed lines correspond to
oblique occultations and the solid lines to occultations in orbital plane. Stellar temper-
ature is indicated with the line colour: hot stars (red), medium stars (green) and cool
stars (blue). These values correspond to the upcoming data processing (IPF Version
6.0).
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Fig. 13. Averaged error estimates for three hot stars at 50km as a
function of time. Circle: Star number 9 (Mv=0.45, T =24000K),
square: Star number 29 (Mv=1.7, T =10200K), diamond: star
number 124 (Mv=2.7, T =26000K).
measured with also cool and dim stars. The precision be-
tween 20–40km is around 1–3% and it is degrading to 10%
at 15km. Below 15km, the precision degrades strongly and
individual occultations do not carry much information.
The precision of the NO2 retrieval does not depend on the
stellar type as strongly as the O3 retrieval. With reasonably
brightstars, NO2 canbemeasuredat20–50kmaltituderange
with 10–20% precision. In the case of high NO2 concentra-
tion, e.g., after a strong solar proton event, NO2 can be mea-
sured up to 65km altitude (not shown here) (Sepp¨ al¨ a et al.,
2004).
NO3 can be measured in the 25–45km altitude range with
the precision of 20–40% when bright and medium brightness
stars are used. Slightly better results are obtained with the
cool stars.
Aerosols can be measured from 15km up to 30km with
about 5–10% precision. Below 15km, the precisions de-
grades to 30%. The stellar temperature does not have a sig-
niﬁcant impact on the aerosol retrievals.
The impact of the scintillation is related to the occultation
geometry. In Fig. 12, the error estimates for both oblique and
vertical occultations are given. It can be observed that, de-
spite that the scintillation effect is the largest in the oblique
occultations, this does not show up strongly in the results.
For O3 we observe slightly degraded (about 1–2%) error esti-
mates at 20–40km. In oblique occultations the vertical sam-
pling becomes denser. When the smoothing is applied using
the target resolution there is more measurements that are ef-
fectively used in the smoothing. This compensates the noisy
measurements more in the oblique geometry. At high alti-
tudes, e.g., around the second O3 maximum, the precision is
the best in the case of oblique occultations.
The error estimates shown in Fig. 12 correspond to the er-
ror estimate values reported in the GOMOS data products
together with the proﬁle data in the upcoming IPF Version 6.
In IPF Version 5 the reported error estimates include mea-
surement noise and an (overestimated) ad-hoc estimate for
the scintillation contribution.
6.2 Instrument aging
The amount of dark charge on the GOMOS CCD detectors
has increased due to aging. This affects directly the signal-
to-noise ratio of the measurements and can be seen as a grad-
ual decrease in the data quality. By analysing the data qual-
ity of occultations close to equator where the changes in the
gas concentrations are small, we can see how the aging af-
fects the error estimates. In Fig. 13, the yearly changes (me-
dian over each year) of the O3 error estimates at 50km are
seen. The altitude region was selected to be above the al-
titude range affected by scintillations and the occultations
were selected to be close to the equator. The aging seems
to have the largest effect on stars with weaker signal-to-noise
ratio (star 124). In the examples shown in Fig. 13 we see
that the error estimates get almost twice as large, from 1.5%
to 3% in 7 years (2002–2008) whereas the change for stars
with a higher signal-to-noise ratio (stars 9 and 29) is small,
less than 0.5% in 5 years (2003–2007). These results were
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Table 3. GOMOS data characteristics and error contributions due to systematic and random errors. The values correspond to the night-time
measurements. For NO2 the higher altitude limit corresponds to case with high NO2 concentration. (*) The impact of the systematic errors
due to the uncertainty in cross sections for NO2 and NO3is only rough estimate.
Data O3 NO2 NO3 Aerosol
characteristics extinction
Altitude range 15–100km 20–50 (65)km 25–50km 10–40km
range
Resolution 2km stratosphere 4km 4km 4km
3km mesosphere
Random errors: 10% around 15km 30% around 10km
Measurement noise 0.5–4% stratosphere 10–20% 20–40% 2–10% at 15–25km
and scintillations 2–10% mesosphere 10–50% 25–40km
slightly increasing with time
Systematic errors:
Aerosol ∼20% below 20km ∼10% at 15–20km negligible <10% below 35km
model selection 1–5% at 20–25km 0–5% at 20–25km above 25km 10–50%
<1% above 25km negligible elsewhere at 35–40km
Temperature <0.5% at 30–60km negligible negligible –
uncertainty negligible elsewhere
Uncertainty in ∼1% few per-cents (*) few per-cents (*) –
cross sections
Uncertainty in <1% below 20km negligible negligible <5% below 22km
neutral density negligible elsewhere 5–15% at 22–40km
obtained using the GOMOS processor IPF Version 5 but sim-
ilar values are expected in Version 6.
6.3 Comparing error estimates with geographical
validation
Several validation studies based on comparing ground based
and balloon borne instruments with GOMOS O3 proﬁles
show bias of less than ±2% between 20–40km in tropics
and middle latitudes (Meijer et al., 2004; van Gijsel et al.,
2010). This is in good agreement with the results presented
here indicating that the random error is dominating the GO-
MOS error budget. Also, the validation studies show that
the bias is independent on stellar characteristics, tempera-
ture and magnitude even though in individual proﬁles the
precision depends strongly on the star (Meijer et al., 2004;
van Gijsel et al., 2010). Also, a slightly larger negative bias
(5–10%) is observed at high latitudes (Meijer et al., 2004;
Tamminen et al., 2006; van Gijsel et al., 2010). That could
possible be related to the illumiation condition of the mea-
surements at high latitudes in the North, but more work is
needed to understand properly the reason for this. The esti-
mated precision of the GOMOS measurements is at low al-
titudes (close to tropopause) about 10% and systematic error
20% (due to the uncertainty in aerosols). Validation stud-
ies show also systematic positive bias of (10-30%) close to
tropopause Meijer et al. (2004); Mze et al. (2010); van Gi-
jsel et al. (2010), which might be related to the uncertainty in
the aerosol model selection. For a recent review of GOMOS
validation results, see Bertaux et al. (2010).
The validation of NO2 and NO3 proﬁles is challenging
due to the large diurnal variability in their concentration and
limited number of reference measurements. In Verronen
et al. (2009) 5–15% agreement with Envisat/MIPAS instru-
ment and GOMOS was found in the stratosphere. Validation
of GOMOS NO2 and NO3 with limited number of balloon
borne measurements was performed in Renard et al. (2008)
where no systematic bias in the proﬁles was found. Also,
preliminary comparisons with GOMOS and SAGE III lunar
occultations of NO3 does not show any signiﬁcant systematic
bias (personal communication with Janne Hakkarainen).
7 Summary
The stellar occultation instrument GOMOS, on-board the
Envisat satellite, was launched in 2002. Since then, it has
provided global measurements of O3, NO2, NO3 and aerosol
proﬁles with high vertical resolution. We have here dis-
cussed the data characterisation and error estimation of O3,
NO2, NO3 and aerosol proﬁles of GOMOS night-time occul-
tations.
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The GOMOS data characteristics together with the ran-
dom and the systematic errors are summarized in Table 3.
The main sources of the GOMOS errors are due to random
effects: measurement noise and scintillations. The largest
part of the systematic error is due to imperfect aerosol mod-
elling, which impacts mainly the O3 and aerosol retrievals.
The valid altitude range for the O3 measurements is roughly
15–100km with the exception that cool and weak stars can
provide accurate ozone measurements only in the strato-
sphere. For NO2 the valid altitude range is 20–50km with
the exception that when there is a high NO2 load in the upper
atmosphere, e.g., due to solar proton event or an intensive
NOx descent from the thermosphere, the valid altitude range
extends up to 65km. NO3 can be measured at 25–45km and
aerosols at 10–40km. The GOMOS products also provide
data at the other altitudes, outside the range considered to be
valid. The error estimates that are reported together with the
GOMOS proﬁles do not include the systematic errors.
GOMOS Level 1b and Level 2 data are available via
ESA website (http://eopi.esa.int/esa/esa?cmd=submission\
&aoname=cat1) and registration is required. Instruc-
tions how to register and get GOMOS off-line data and
GOMOS near real time data can be found at http://
envisat.esa.int/handbooks/gomos/CNTR3.htm. A compre-
hensive documentation for the GOMOS instrument includ-
ing the data disclaimer can be found at http://envisat.esa.
int/handbooks/gomos/. The GOMOS Algorithm Theoretical
Basis Document (ATBD) can be found at http://envisat.esa.
int/instruments/gomos/atbd/.
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